
 

Web: www.siblbd.com  

INVITATION FOR TENDER RELATED TO  

Procurement of Electro-Surgical Unit for SIBL Foundation Hospital.  

  

  

Tender Ref No. SIBLFH/Admin/39/Proc/Diatherm/2025/257      Date:   22.10.2025  

Section A: General Information   
1  Name of the procuring 

Entity   
SIBL Foundation Hospital   

2  Brief Description of 

equipment   
Online tenders are hereby invited from the eligible enrolled/registered suppliers/distributors/local 
agents for supplying:  
(1) One set of Electro-Surgical Unit  as per technical specifications detailed in “Section C” hereunder  

3      
4  Invitation for Tender Ref. 

& Date   
SIBLFH/Admin/39/Proc/Diatherm/2025/257   date:  22.10.2024  

5  Procurement method  Open Tendering Method  
6  Source of Fund  SIBL Foundation  Hospital 
7  Tender Security   Not required   

  

  
8  Registration of bidders & 

price of Tender 

Document:   

The interested eligible bidders have to enroll their name by submitting a prayer to the Director SIBL 

Foundation Hospital via e-mail along with the pdf copy of bank deposit slip (against 

registration/enrollment fee) for a non-refundable amount of BDT 1,000.00 (Taka three thousand) 

deposited to AWCD Account No.0151330020602, Social Islami Bank Ltd. Panthapath Branch before 

the submission of tender by e-mail. No Tender documents will be sold physically. The bidders have to 

copy or download this tender documents form the website: ww.siblbd.com and place them on their own 

letterhead to submit their bid electronically via designated e-mail of the Procuring Entity 

(sibl.hopital@sibl-bd.com).   
9  Important Tender Process 

Dates & Times   
Tenderer’s Registration  Tender Submission  Tender Opening  

Process  Start   End  Start  End    

Date  22/10/2025  29/10/2025  23/10/2025  06/11/2025  06/11/2025 

Time  10.00 am  04.00 pm  10.00 am  02.00 pm  2:30 pm  

10  Tender Validity  12 month form the date of submission.   
11  Quantity & Delivery 

Schedule  
As mentioned earlier.  

12  Place of opening tender 

documents  
SIBL Foundation Hospital 70, Green Road, Dhaka-1205  

13  Composition of bid Price  The price shall include all cost and taxes up to delivery, installation and commissioning    
14  Delivery Address  SIBL Foundation Hospital 70, Green Road, Dhaka-1205  
15  Mode of payment   The bill payment process may take a cycle of 10 days. The process incudes the time of collection 

clearances form the end user.   
  

  
16  Performance Security    The successful bidder shall have to submit performance security at the rate of 10% (ten percent) of the 

entire NOA amount in the form of Bank Guarantee for a period of 12 months. Otherwise, the performance 

security money shall be deducted from the bills (refundable after satisfactory completion of warranty 

period)  
17  Submission of bidders 

qualifications/eligibility 

and oath of bidder  
(Sections B)   

The interested registered bidder shall copy the “bidders’ qualification” form (Section B) from the webpage 

and place them on their own letterhead, write their qualifications and individual information in the 

designated files and submit the form along with the supporting documents as proof of the provided 

information in a separate pdf file with proper label mentioning-“Bidder’s Eligibility/Qualifications, Name 

of the bidder & Registration No. All papers and information shall be singed and authenticated by the 

bidder.  
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18  Submission of Financial 

Offer (Section C)  
The interested registered bidder shall copy the Asked Technical Specifications form (Section C) from the 

webpage and place them on their own letterhead, write their own specifications and submit the document 

along with the supporting original brochure, detail color picture in a separate pdf file with proper label 

mentioning- “Technical Specifications”, Name of the bidder & Registration No. All papers and 

information shall be signed and authenticated by the bidder.   
19  Submission of Financial 

Offer (Section D)  
The interested registered bidder shall copy the Financial Offer form from the webpage and place them 

on their own letterhead and write their price offer for Section D in the designated field (s) and submit the 

document in a separate pdf file with proper label mentioning- “Financial Offer”, Name of the bidder & 

Registration No. All papers and information shall be signed and authenticated by the bidder.   
20  Name and address of the 

Office for receiving  

tender (s)  

Director SIBL Foundation Hospital 70, Green Road, Dhaka-1205  

21  Address of   
Official Inviting Tender   

Do.   

22  Contact Details   Telephone No. 02-9641297-98, email: sibl.hospital@sibl-bd.com  
23  Special Instruction   The procuring entity reserves the right to act as follows without assigning any reason thereof  

1) Explain or clarify the terms of this tender notice in its own way,  
2) Increase or decrease the tender quantity   
3) Reject the lowest bid,   
4) Reject any or all bids   
5) Select any Tender as it deem competent.  
6) Call (before evaluating the tender) the responsive Tenderer (s) to submit original copies of the 

documents and tender security payment order submitted with the tender.   
7) The bidder/supplier shall have no right to challenge the decision of the procuring entity in any 

court of law or to any arbitrator.   
  

  

  

  

  

  

  

  

  

  

  

  

  

  

  

  

  

  

  

  

  

  

  

  

  

  

  

   



 

Web: www.siblbd.com  

INVITATION FOR TENDER RELATED TO  

Procurement of one set of Electro- Surgical unit for SIBL Foundation Hospital.   

Tender Ref No. SIBLFH/Admin/39/Proc/Diatherm/2025/257       Date:  22.10.2025  

Section B: Bidder’s Information and qualifications/Eligibility   

  

SN  Description  Qualification  Response  Remarks  
01  Name of the Bidder  Required    Attach NID copy  

02  Designation of the Bidder  Required      
03  Company Name   Required      
04  Company Type  Required  Proprietorship,  

Partnership, 

Private   
Limited, 

Public   
Limited etc  

  

05  Website address of the company  Required      
06  Bidder’s Office Phone No.  Required    Attach bill copy  

07  Bidder’s Office email address  Required    Send “Hello” sibl.hospital@sibl-bd.com  

08  Bidder’s Mobile No.  Required      
09  Verified Business Address  Required    Attach proof  

10  Name of Contact Person  Required    Attach NID copy  

11  Designation of the Contact Person  Required      
12  Official email address  Required    Send “Hello” sibl.hospital@sibl-bd.com  

13  Valid Trade License No.   Required    Attach proof  

14  Valid VAT Registration No.   Required    Attach proof  

15  Valid ETTN  Required    Attach proof  

16  Valid IRC No  Required    Attach proof  

17  Authorization of the Manufacturer   Required    Attach proof  

18  Bank solvency certificate   Required    Attach proof  

19  Are you adequately solvent to sale on credit for 

a period of 3 months or more?  
Yes/No.      

20  Experience (optional)  NOA No.   
Date- Value-  

  Attach proof  

21  Principal’s Name, Postal Address, Web address  Required     Might be verified  

22  Are you Banned by any bank authority or 

government agency?   
Yes/No      

23  Will you import the product form original 

equipment manufacturer? If no, who will import 

your products give its details   

Yes/No./details      

 

Statement of the bidder: All the information provided hereinabove are true. We will supply the order form genuine, valid and lawful sources 
and will pay all admissible Taxes & other duties as per rule of the Government of Bangladesh.   
  
Signature of the Bidder:   
Company Name:  
Name of the Bidder:   
Business Address & Designation of the Bidder:   
Mobile No  
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Web: www.siblbd.com  

INVITATION FOR TENDER RELATED TO  

Procurement of Electro-Surgical Unit for SIBL Foundation Hospital.  

  

Tender Ref No. SIBLFH/Admin/39/Proc/Diatherm/2025/257     Date:   22.10.2025  

Section C: Technical Specification of Electro-Surgical Unit  

  

Procuring Entity’s Technical Specification  Tenderer’s Specification  Remarks  

Electro-Surgical Unit  

The Unit should meet clinical demand with outstanding versatility, 

Eco- friendly, flexible work flow and consistent, high quality 

performance with the following features:  
1. The Unit should be equipped with advanced Microcontroller-based 

Technology. 

2. The Unit should have storage capacity to save last activated 

program . 

3. The Unit should have color Touch-screen display and perform self-

test when switched ON. 

4. Unit must have isolated Monopolar and Bipolar Outputs. 

5. Unit should have a range of 300 – 400 KHz Operating Frequency. 

6. The Unit should have Patient plate contact quality monitoring 

systems which stops the HF delivery and gives error message with 

an audible alarm (Audio Visual Patient plate Error Monitoring 

System).  

7. The Unit should have a strength of 400W in Monopolar Cut for 

under water procedure. 

8. The Unit should have Voltage controlled cut with different effects 

to get reproducible cut effect. 

9. The Unit should have Four modes in Monopolar Cut Namely Pure, 

Low Cut (for laparoscopic procedure), Blend, Endo-Cut (for 

OBGYN/ Gastroenterological procedure mode with interrupted 

cutting, coagulation, Pause time with minimum 5 levels). 

10. The Unit should have Blend mode, user settable, easy to 

operate/set percentage of Cut and Coagulation effect in Blend 

Mode with minimum 5 Levels. 

11. The Unit should have at least five Monopolar coagulation modes 

with at least One Monopolar Auto stop mode with Soft 

Coagulation.  

12. The Unit should have High spray, Low spray, and Randomized 

spray options.  

13. The Unit should have facility to fulgurate for under water 

coagulation, Desiccate/Force for open and laparoscopic 

coagulation and soft mode. 

14. The Unit should have at least Four Bipolar Mode including Cut, 

Force, Micro and Auto-Start & Stop Coagulation mode. 

15. The Unit should have User programmable 190 or more memory 

locations which saves complete user profile. It includes all user 

preferences like footswitch, power mode, Surgery names, and 

procedure. 

    

http://www.siblbd.com/
http://www.siblbd.com/


 

16.  The Unit should be upgradable to Argon Plasma Coagulation. 

17. The Unit should have Facility to use simultaneous Monopolar and 

bipolar function without switch over.  

18. The Unit should have two hand switch connecting Facility with 

independent coagulation mode and power settings. 

19. The Unit should have HF leakage monitoring system with an 

Audible Alarm.  

20. The Unit should have 2 Monopolar Port, 1 bipolar port, 1Vessel 

Sealer port(with minimum 3 Sealing Modes) . 

21. The Unit should have equipotential socket for Earth Potential 

Equalization. 

22. The Unit should have HF Time-Out Facility to prevent accidental 

activation. 

23. The Unit should have Bipolar Saline-Plasma Facility with 2 

different HF Modes. 

24. The Unit should have ISO 9001 & ISO 13485 certification as a 

proof of accreditation for manufacturing and supply of Electro-

Medical Equipment. 

25. The Unit should be CE certified by European 4-digit Notified 

body. 

26. The Unit should comply with standards, IEC 60601-1 and IEC 

60601-2-2. 

The Unit Should have the following Accessories: 
 

1. Wireless Three Pedal Foot switch - 1 Nos.  

2. Reusable Bipolar forceps - 1 No. 

3. Reusable Bipolar forceps cable - 1 Nos. 

4. Reusable Foot operated monopolar Pencil with 5 electrodes - 1 

Set. 

5. Reusable hand-switch pencil - 1 no. 

6. Reusable Dual/split pad silicon pad with cable – 1 set. 

7. Reusable Single Pad Silicon Patient plate with cable- 1 set 

8. Monopolar laparoscopic cable- 1 No. 

9. 5mm Dissector Instrument (Euro type 360 mm)– 1 no. 

10. Dissector insert 5mm Curved (Tin coated) – 360mm. – 1 no. 

11. Adaptor for connection with Valleylab Brand instruments/ 

accessories – 1 no.  

 

 

 

 



 

   

The Unit should be usable for the following Procedures :  
 

TUVP: Transurethral Vaporization of Prostate. 

TURP: Transurethral Resection of Prostate 

TCRE: Trans Cervical Resection of the Endometrium 

TUEB: Transurethral Enucleating with Bipolar 

Power Supply should be as follows: 
 

Input supply: 230VAC 

Power Consumption: 750 VA Max 

Input Fuse: 5A 

Safety Features should be as follows:  
Basic Construction :  In accordance with IEC 60601-1, IEC 60601-1-2 & 

IEC 60601-2-2 

Protection Class: 1 

Unit Type: CF 

All Output: Floating Outputs. 
 

Warranty: Must be 12 months from the date of installation and 

commissioning. 
Quality Standard: EC Certificate of the offered model must be submitted 

with the offer. 
CountryOfOrigin: USA 

/UK/Japan/Germany/France/Italy/Canada/Austria/ 

Belgium/Denmark/Finland/ China/India. 

Other conditions:   

The offered model/version must be Brand new, latest version/model and in 

current production line. In this regard, the following certificate should be 

submitted with the offer:  

1. Certificate of declaration which is issued by the 

manufacturer. 

2. Ten years spare parts availability Certificate.  

3. Quality Standard: Valid CE/US-FDA Certificate. 

4. Manufacturer’s Authorization Certificate.  

5. Operation and service manual. 
Special Instruction: 

Tenderer must provide one week’s operational training for two 

operators by appropriate application specialist and service the 

system/equipment four times a year/as and when required during the 

warranty period.  

Delivery : Within 30 days from the date of issuance of Work order. 
Rate : Tenderer must mention the rate for a complete unit with standard 

accessories inclusive of transportation, installation and all taxes both in 

figure and in words in BDT. 

  

  

  

  



 

 

Web: www.siblbd.com  

INVITATION FOR TENDER RELATED TO  

Procurement of one set of Electro-Surgical Unit for SIBL Foundation Hospital.  

  

Tender Ref No. SIBLFH/Admin/39/Proc/Diatherm/2025/257                               Date: 22.10.2025  

  

Section D: Financial Offer of Tendered Equipment   

   
SI   Description   Qty    Price (including all Taxes) both in figure and in words   
1   Electro-Surgical Unit 

Brand-   

 

Model- 

 

Serial No. 

  
Country of Origin-  

 

   

   

   

   

   

   

   

   

   

   

In words: Total Taka -  
   

   

   

 Signature of the Bidder:     

      

Name of the Bidder:    
 
    

Company Name:    

  

Business Address    

  

Designation of the Bidder:   

  

Mobile No.:  
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